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Objective: It was reported Lately that to obtain consistent Liver Tlrho measurement, at 3T MRI using six spin-Lock times 
(SLTs), is feasible. In this study, the feasibility of using three or two SLT points to measure liver Tlrho relaxation time was 
explored. 

Materials and Methods: Seventeen healthy volunteers underwent 36 examinations. Three representative axial slices were 
selected to cut through the upper, middle, and lower liver. A rotary echo spin-lock pulse was implemented in a 2D fast field 
echo sequence. Spin-lock frequency was 500 Hz and the spin-lock times of 1, 10, 20, 30, 40, and 50 milliseconds (ms) were 
used for Tlrho mapping. Tlrho maps were constructed by using all 6 SLT points, three SLT points of 1, 20, and 50 ms, or 
two SLTs of 1 and 50 ms, respectively. Intra-class correlation coefficient (ICC) and Bland and Altman plot were used to 
assess the measurement agreement. 

Results: Two examinations were excluded, due to motion artifact at the SLT of 50 ms. With the remaining 34 examinations, 
the ICC for 6-SLT vs. 3-SLT Tlrho measurements was 0.922, while the ICC for 6-SLT vs. 2-SLT Tlrho measurement was 0.756. 
The Bland and Altman analysis showed a mean difference of 0.19 (95% limits of agreement: -1.34, 1.73) for 6-SLT vs. 3-SLT 
Tlrho measurement, and the mean difference of 0.89 (95% limits of agreement: -1.67, 3.45) for 6-SLT vs. 2-SLT Tlrho 
measurement. The scan re-scan reproducibility ICC (n = 11 subjects) was 0.755, 0.727, and 0.528 for 6-SLT measurement, 
3-SLT measurement, and 2-SLT measurement, respectively. 

Conclusion: Adopting 3 SLTs of 1, 20, and 50 ms can be an acceptable alternative for the liver Tlrho measurement, while 2 

SLTs of 1 and 50 ms do not provide reliable measurement. 

Index terms: Magnetic resonance imaging; Liver; Tlrho; Spin-lock time 
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INTRODUCTION 

Liver fibrosis, a common feature of almost all causes 
of chronic liver disease, involves the accumulation of 
collagen, proteoglycans, and other macromolecules within 
the extracellular matrix. Ultimately, progressive hepatic 
fibrosis leads to cirrhosis, in which fibrous bands carve the 
liver parenchyma into nodules of regenerating hepatocytes. 
The available diagnostic tests, used in clinical practice, are 
not sensitive or specific enough to detect occult liver injury 
at early or intermediate stages (1). Liver biopsy is the 
standard of reference for the diagnosis and staging of liver 
fibrosis. However, it is an invasive procedure with possible 
complications. Histologic assessment of fibrosis is also an 
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inherently subjective process, which is subject to sampling 
variability. 

Tlrho relaxation time, or spin-lattice relaxation time, 
in the rotating frame, stands for the time constant for 
transverse magnetization decay in a very weak Bl field 
strength, produced by a continuous wave radiofrequency (RF) 
pulse, called spin-lock RF pulse, which applied along the 
transverse magnetization. As the spin-lock field strength 
is much weaker than the main magnetic field strength 
BO, Tlrho relaxation time is considered similar to the Tl 
relaxation time at very low BO, and is sensitive to low 
frequency motional processes in physiology. As a novel 
imaging mechanism, Tlrho has been proposed for many 
clinical applications, involving various tissues of brain 
(e.g., for Alzheimer's disease and Parkinson's disease), 
knee (e.g., for assessment of cartilage), spine (e.g., for 
disc degeneration), breast (e.g., for differentiation of 
breast tissues), and muscle (e.g., for myositis) (2-7). With 
biliary duct ligation and carbon tetrachloride intoxication 
induced rat liver fibrosis models, recent studies showed 
that magnetic resonance (MR) Tlrho imaging is able to 
detect liver fibrosis, and the degree of fibrosis is correlated 
with the degree of elevation of the Tlrho measurements, 
suggesting that the liver Tlrho quantification may play 
an important role for early detection and grading of 
liver fibrosis (8-10). Additionally, Tlrho imaging has 
been applied for human liver and consistent liver Tlrho 
measurement has been achieved for healthy volunteers at 
3 Tesla (3T) with multiple spin-lock times (SLTs) (11). For 
traditional Tlrho imaging applications, relatively stationary 
organs, like the brain and knee, are usually involved, so 
motion and scan time constraint are not critical issues. 
As such, multiple spin-lock times, often 5-6 SLTs, are 
preferable for Tlrho imaging to ensure the accuracy and 
robustness of Tlrho mapping. However, for organs like the 
liver, which involve substantial respiration-related motion, 
it will be advantageous to use fewer SLT points for the 
following reasons if comparable accuracy of Tlrho mapping 
can be achieved. Firstly, patients are less likely to follow 
instructions precisely, and they are also less likely to have 
good breath-holds. As a consequence, severe respiration 
motion displacement may occur in Tlrho-weighted images 
acquired at different SLTs. Secondly, if fewer SLT points are 
used, less time will be needed for each slice, and with the 
same amount of time, more slices could be acquired. In this 
study, we explored the feasibility of using three or two SLT 
points to measure liver Tlrho relaxation. 
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MATERIALS AND METHODS 

The study was approved by the Institutional Ethics 
Committee, and all the subjects provided informed signed 
consent. All subjects were clinically healthy with no history 
of liver disease or alcoholism. In total, 17 subjects took 
part in this study, comprising of 10 males and 7 females, 
with the mean age of 29.6 years (range: 20-44 years). 
Subjects were asked to undergo magnetic resonance 
imaging (MRI) two hours post standard evening meal, and/ 
or early in the morning before having breakfast (fasting 
status), depending on their availability. It has been 
shown that there was no difference of liver Tlrho value 
between the fasting status and post meal (11). In total, 36 
examinations were performed. Six subjects were scanned 
once at the fasting status; six subjects were scanned 
once two hours post meal; three subjects were scanned 
twice at fasting status; and nine subjects were scanned 
twice two hours post meal. Eleven subjects, composed of 
two at fasting status and nine post meal, completed the 
examination twice, which allows the assessment of scan re- 
scan reproducibility. 

MRI data acquisition was performed on a 3T clinical 
scanner (Achieva, Philips Healthcare, Best, the 
Netherlands). An 8-channel cardiac coil was used as the 
signal receiver to cover the whole liver, and the built-in 
body coil was used as the signal transmitter. Subjects were 
examined in the supine position. Three representative axial 
slices were selected to cut through the upper, middle and 
lower liver for the Tlrho imaging (Fig. 1). Volume shimming 
was employed to minimize the BO inhomogeneity. For 
Tlrho measurement, a rotary echo spin-lock pulse was 
implemented in a 2 dimensional single-shot fast field echo 
(FEE) sequence (12). Spin-lock frequency was set as 500 
Hz, and the spin-lock times of 1 ms, 10 ms, 20 ms, 30 ms, 
40 ms, and 50 ms were applied. Normal phase alternating 
FEE readout was used for the acquisition, and the phase 
encoding was in centric order. Tlrho-weighted images were 
acquired during the transient status towards the steady- 
state, but with Tlrho-weighted magnetization maintained 
(13). Time of echo and time of repetition for FEE acquisition 
were 1.16 ms and 2.3 ms, respectively. The FOV was 360 x 
336 mm, and the matrix was 240 x 150. The apparent in- 
plane pixel size was 1.50 x 1.50 mm^ The slice thickness 
was 7 mm. The flip angle was 40 degrees, and the number 
of signal averages was 2. A sensitivity-encoding factor of 
1.5 was applied for parallel imaging to reduce the phase 
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Fig. 1. Coronal (right) and sagittal (left) scout images. Three axial slices are selected to cut through upper, middle, and lower liver. 

encoding steps, and hence, the acquisition time. The scan 
duration of a single spine Lock time point for one slice 
was 38 seconds, including 30 seconds preparation time, 
primarily for the spin-lock pulse calibration, in which the 
period of time the subjects were allowed for free-breathing; 
and the subsequent 8 seconds for data acquisition, in which 
the period of time the breath was held. The whole body 
specific absorption rate (SAR) was smaller than 0.4 W/kg 
for this sequence as demonstrated on the scanner's console. 

Tlrho maps were computed on a pixel-by-pixel basis, 
using a mono-exponential decay model, implemented in a 
home-made Matlab program (Mathworks, Natick, MA, USA): 

M (SLT) = MO X exp (-SLT/Tlrho) 

Where MO and M (SLT) denote the equilibrium 
magnetization and Tlrho-prepared magnetization with the 
spin lock time of SLT, respectively. 

This mono-exponential equation was linearized by taking 
the logarithm and Tlrho maps were generated by fitting 
all the pixel intensity data as a function of SLT time, using 
h'near regression. Tlrho was calculated as -1/slope of the 
straight-line fit. Maps of the coefficient of determination 
were also generated for the evaluation of goodness of fit. 
Only Tlrho values for the pixels satisfied with the goodness 
of fit to (R^ > 0.80) were included in the subsequent 
regions-of-interest (ROI) placement, and Tlrho analysis to 
eliminate the unreliable poorly-fitted Tlrho values due to 
the blood vessel contamination with fresh blood in-flow, as 
well as the respiration or pulsation induced artifacts. 

Tlrho maps were constructed, using all 6 SLT points, 
three SLT points of 1, 20, and 50 ms, or two SLTs of 1 





Fig. 2. Tlrho map with coefficient of determination > 0.8 
evaluation. Five regions of interest are placed on liver parenchyma 
region, excluding observable artifacts and blood vessels. 



and 50 ms, respectively. The data were analyzed by one 
Radiology trainee with more than 3 years' experiences 
reading abdominal MRIs. To quantify liver Tlrho value, five 
ROIs of approximately 100-200 mm^ were manually placed 
on liver parenchyma region of each slice's Tlrho maps, with 
R^ > 0.80, excluding the observable artifacts and blood 
vessels (Fig. 2), leading to a total of 15 ROIs from each 
liver examination. The mean value of these 15 ROIs was 
regarded as the liver Tlrho value for the subject. 

Agreement of liver Tlrho measurements, using different 
SLT points was assessed, using intra-class correlation 
coefficient (ICC) on an absolute agreement, as well as 
Bland and Altman plot. Scan-rescan reproducibility was 
also assessed with ICC. According to Fleiss (14), ICC values 
> 0.75 represent a good agreement, and values between 
0.4 and 0.75 represent fair to moderate agreement. Paired 
comparison was carried out using a Student's ttest. 
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Statistical analyses were done using SPSS 14.0 (Chicago, 
IL, USA). A p value < 0.05 was considered statistically 
significant. 

RESULTS 

The liver Tlrho values of these 36 examinations measured 
from Tlrho maps constructed using six, three, or two SLT 
points are listed in Table 1. One typical case with Tlrho 
maps constructed using six, three, or two SLT points is 
shown in Figure 3. Out of the 36 examinations, with two 
examinations (i.e. case 7 fasting status and case 14 fasting 
status) the liver Tlrho maps of 3 SLTs and 2 SLTs were not 
constructed, due to severe bulk motion artifact at the SLT 
of 50 ms, and therefore, excluded for analysis. 

With the 34 examinations, where the liver Tlrho maps 
were constructed, the ICC for 6-SLT Tlrho measurement 
vs. 3-SLT Tlrho measurement was 0.922, while ICC for 
6-SLT Tlrho measurement vs. 2-SLT Tlrho measurement 
was 0.756. The Bland and Altman plots for the comparison 
are shown in Figure 4, with the mean difference of 0.19 
(95% limits of agreement: -1.34, 1.73) for 6-SLT vs. 3-SLT 
Tlrho measurement, and the mean difference of 0.89 (95% 



limits of agreement: -1.67, 3.45) for 6-SLT vs. 2-SLT Tlrho 
measurement. 

Eleven subjects allowed the assessment of scan re-scan 
reproducibility (Table 1). The ICC was 0.755 when 6-SLT was 
used, 0.727 when 3-SLT was used, and 0.528 when 2-SLT 
was used. 

Pooled all 34 examinations together, the measured liver 
Tlrho value (mean + SD) was 42.8 + 2.1 ms (range: 48.3- 
38.6 ms) for 6 SLT, 43.0 + 1.9 ms (range: 47.1-38.6 ms) for 
3 SLT, and 43.7 + 2.2 ms (range: 48.0-38.8 ms) for 2 SLT. 
There was no significant difference between the measured 
liver Tlrho values by 6 SLTs and 3 SLTs (p = 0.159), while, 
the difference between 6-SLT measurement and 2-SLT 
measurement was significant (p < 0.001). 

DISCUSSION 

Accurate and precise Tlrho mapping is challenging under 
the scan time constraint because multiple SLTs are usually 
required, and a long delay time is also often necessary 
in the spin-lock pulse sequence for the longitudinal 
magnetization restoration. The reduction of the applied 
SLT numbers is an apparent strategy to enhance Tlrho 



Table 1. Liver Tlrho Values of Healthy Volunteers Measured with 6 SLTs, 3 SLTs and 2 SLTs 

Liver Tlrho Values (Millisecond) 



Case 
No. 


Scan l-Fasting (n 


= 9) 


Scan 2-Fasting (n = 3) 


Scan 1-Post Meal (n 


= 13) 


Scan 2-Post Meal ( 


n = 7) 


SLT = 6 


SLT = 3 


SLT= 2 


SLT = 6 SLT = 3 SLT = 2 


SLT= 6 


SLT = 3 


SLT= 2 


SLT = 6 


SLT = 3 


SLT = 2 


1 


45.2 


46.4 


47.7 


47.3 46.6 48 


44.9 


43.6 


43.8 


43.4 


42.6 


43 


2 


41.8 


41.1 


42 


41.0 41.3 43.1 


39.3 


39.6 


39.9 


38.6 


38.6 


38.8 


3 


44.8 


44.7 


45.3 




42.3 


43.7 


44.3 








4 










48.3 


47.1 


47.4 


44.2 


43.4 


41.6 


5 


42.4 


42.7 


44.7 




41.6 


41.5 


40.7 


41.6 


41.9 


42.7 


6 


42.3 


42.8 


43.6 




39.8 


40.5 


41.9 








7* 


43.7 


N/A 


N/A 


43.2 44.1 45.1 














8 










41.2 


41.3 


41.4 


41.0 


42 


43.8 


9 










44.8 


44.8 


44.5 


42.7 


42.5 


43.9 


10 


41.3 


41 


41.5 
















11 










43.2 


45.1 


46.3 








12 


42.0 


43.2 


44.4 




42.7 


43 


43.8 


46.4 


45.6 


47.5 


13 










44 


43.3 


43 








14* 


44.2 


N/A 


N/A 




44.3 


45.3 


46.7 








15 










42.5 


42.5 


43.1 








16 










41.8 


42.7 


43.7 


41.3 


42.3 


42.3 


17 










42 


42.8 


43.4 


42.9 


43.1 


43.4 


Mean 


43.1 


43.1 


44.2 


43.8 44.0 45.4 


42.8 


43.1 


43.6 


42.5 


42.4 


43.0 


SD 


1.4 


1.9 


2.1 


3.2 2.7 2.5 


2.2 


2.0 


2.1 


2.2 


1.8 


2.3 



Note. — * Liver Tlrho value measured with 3 SLTs and 
these two cases acquired at 6 SLTsm (figures in italic), 
A = not applicable 



2 SLTs are not available due to severe bulk motion artifact at SLT of 50 ms. Data of 
, are also excluded from analysis. SLT = spin-lock time, SD = standard deviation, N/ 
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Tlrho map, > 0 



Tlrho map, R^ > 0.8 
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Fig. 3. Example of one healthy volunteer's Tlrho maps constructed with 6 SLTs, 3 SLTs or 2 SLTs. Left column: coefficient of determination 
(R^) maps, middle column: Tlrho maps without R^ evaLuation, right column: Tlrho maps with R^ > 0.8 evaluation. Upper row: maps constructed with 
5 SLTs, middle row: maps constructed with 3 SLTs, lower row: maps constructed with 2 SLTs. As SLT point decreases, R^ evaluation is less efficient to 
remove blood vessel contamination and artifact. Note that R^ is always equal to one, when SLT point = 2, so no pixels are excluded by criteria of R^ > 0.8. 
However, this does not seem to affect regions of interest placement, according to results in Table 1. Radiology trainee was able to identify and avoid 
regions with artifacts and blood vessels. SLT = spin-lock time 



5.0 r 



2.5 



-2.5 



-5.0 



95% upper limit of agreement 



95% lower limit of agreement 



36.0 38.5 41.0 43.5 46.0 48.5 
Average 



5.0 



2.5 



-2.5 



-5.0 



95% upper limit of agreement 



95% lower limit of agreement 



36.0 38.5 41.0 43.5 46.0 48.5 
Average 



A B 

Fig. 4. Bland and Altman plots for comparison of 6 SLTs vs. 3 SLTs liver Tlrho measurement (A) and 6 SLTs vs. 2 SLTs liver Tlrho 
measurement (B). 3 SLTs measurement demonstrates good agreement with 6 SLTs measurement. SLT = spin-lock time 



imaging efficiency, as Long as the accuracy and reliability 
of Tlrho mapping could be maintained. In clinical practice, 
it will be always advantageous if accurate liver Tlrho value 
measurement can be obtained with fewer SLTs, particularly 
for patients who experience difficulties in holding their 
breath. In addition, a high frequency spin-Lock pulse is 
usually associated with high SAR and total RF energy 
deposition, which may be a safety concern for Tlrho 
MR imaging, particularly at high fields, such as 3T (15). 



Examinations with fewer SLTs are also helpful to reduce 
the total RF energy deposition into the patient bodies, and 
mitigating the safety concern. 

When fewer SLTs are used for Tlrho imaging, careful 
selection of the applied SLTs is important to optimize the 
accuracy of the Tlrho maps. If the applied SLTs are all much 
shorter than the true Tlrho value of the target tissue, big 
fitting deviation of Tlrho values can be introduced. On the 
other hand, much Longer SLTs than the true Tlrho value 
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would result in images with very low SNRs, and hence 
reduce the fitting accuracy. The SLT of 1 ms was selected, 
in this study, as the Tlrho-weighted image acquired at this 
SLT has the highest SNR. Theoretical analysis has shown 
that the highest precision of exponential decay constant 
fitting could be achieved if the second data point is 
measured around the true value of the exponential decay 
constant (16). Therefore, The SLT of 50 ms was selected 
because it was close to and slightly larger than the true 
Tlrho value of human livers at 3T (11). Actually, by using 
two SLTs, Tlrho and MO could be explicitly solved from 
the mono-exponential equation with the R^ always equal 
to one. An additional SLT of 20 ms was included in the 
3-SLT fitting to increase the degree of freedom for fitting, 
and thus, improve the robustness of Tlrho mapping. Note 
that the selection of the third data point, 20 ms in this 
study, for fitting will be relatively robust, i.e. Tlrho fitting 
accuracy and uncertainty, would not change much if the 
third data point is selected, as the other values like 30 ms 
or 40 ms. In the current study, with three slices acquired 
with 6 SLTs, 3 SLTs, or 2 SLTs, 11.4 minutes, 5.7 minutes 
or 3.8 minutes were required, respectively. In addition, 
some resting time is allowed after each breath-holding. 
By using 3-SLT approach, the Tlrho imaging scan time 
for the liver could be reduced approximately by a factor 
of two, compared to an acquisition using six SLTs. On the 
other hand, Tlrho fitting with fewer SLT numbers are more 
prone to outliers in the datasets. The outliers could be 
introduced by many factors, such as motion displacement 
and image artifacts. When 6 SLTs are used, a small number 
of outliers can be easily discarded, and the accuracy of 
fitting could still be ensured by the remaining data points. 
Even the outliers are not discarded from data fitting. Their 
influence on the fitting accuracy is still much lower than by 
using fewer SLTs because the error induced by the outliers 
could be compensated by many other data points. In our 
experiments, outlier-proneness accounted for two cases 
of failures (around 5.6% of the total 36 examinations) in 
Tlrho map reconstruction, due to the severe bulk motion 
artifact in the acquisition at the SLT of 50 ms, when only 
two or three SLTs were used. This is a compromise to be 
taken when using fewer SLTs. 

Because the main purpose of this study was to compare 
the agreement of 6-SLT vs. 3-SLT measurement, and 6-SLT 
vs. 2-SLT measurement, all the MRI data, including fasting 
status and post-meal status, were used for comparison. It 
was previously shown that there was no difference of liver 
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Tlrho value between fasting status and post meal (11). The 
ICC for 6-SLT vs. 3-SLT measurement and 6-SLT vs. 2-SLT 
measurement were satisfactory, according to Fleiss (14), 
though as expected, the ICC for 6-SLT vs. 3-SLT agreement 
was better than 6-SLT vs. 2-SLT agreement. There was 
a trend that when fewer SLTs were used for liver Tlrho 
mapping, the measured liver Tlrho values were higher. 
Though the difference between 6-SLT and 3-SLT measured 
liver Tlrho values was minimal, the difference between 
6-SLT and 2-SLT measured liver Tlrho values reached 
statistical significance. The ICC for re-scan reproducibility 
was comparable with 6-SLT and 3-SLT measurements (= 0.755 
and 0.727 respectively), while it was less optimal for 2-SLT 
measurement (= 0.528). 

One limitation of the current study is that only healthy 
volunteers were studied, and whether the results from this 
study can directly be translated to application in patients 
with liver diseases remain to be further investigated. 
It is worth noting that the SLTs used in this study may 
not be appropriate for the measurement of very high or 
low Tlrho values. Although the Tlrho values for rats, 
with liver fibrosis or cirrhosis, have been reported to 
increase moderately, compared to that of the normal livers 
(8), the lack of true Tlrho values for diseased liver in 
human subjects may restrict the limited SLTs used in this 
study, which was only valid and appropriate for healthy 
volunteers. The optimized SLTs for diseased livers in 
human subjects should be further determined, in future 
studies. In patients with pre-cirrhotic stages of the liver 
fibrosis, as well as patients with early cirrhosis, the liver 
parenchyma usually has a normal appearance or may exhibit 
only subtle, nonspecific heterogeneity on conventional 
imaging techniques (17, 18). Recently, a number of novel 
MR imaging techniques are being investigated to identify or 
grade liver cirrhosis, including double contrast-enhanced MR 
imaging (18, 19), MR elastography (18, 20), and diffusion- 
weighted imaging (18, 21). These techniques' sensitivity for 
early liver fibrosis and reproducibility have not been well 
established (9). Tlrho MRI had the advantage that it does 
not involve additional intravenous injection or external 
driver. With further technical optimization, Tlrho MRI may 
be a potential important biomarker for liver fibrosis early 
grading, evaluation of disease progression, and monitoring 
responses to drug treatment (22). 

In conclusion, the preliminary results from this study 
suggest using 3 SLTs of 1, 20, and 50 ms may be an 
acceptable alternative when fast acquisition is desired for 
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the Liver Tlrho imaging without compromising the precision 
of Tlrho mapping; while 2 SLTs do not provide reliable 
measurement of liver Tlrho relaxation. 

REFERENCES 

1. Afdhal NH, Nunes D. Evaluation of liver fibrosis: a concise 
review. Am J Gastroenterol 2004;99:1160-1174 

2. Blumenkrantz G, Zuo J, Li X, Kornak J, Link TM, Majumdar S. 
In vivo 3.0-tesla magnetic resonance Tlrho and T2 relaxation 
mapping in subjects with intervertebral disc degeneration and 
clinical symptoms. Magn Reson Med 2010;63:1193-1200 

3. Borthakur A, Sochor M, Davatzikos C, Trojanowski JQ, 
Clark CM. Tlrho MRI of Alzheimer's disease. Neuroimage 
2008;41:1199-1205 

4. Pakin SK, Xu J, Schweitzer ME, Regatte RR. Rapid 3D-Tlrho 
mapping of the knee joint at 3.0T with parallel imaging. Magn 
Reson Med 2006;56:563-571 

5. Santyr GE, Henkelman RM, Bronskill MJ. Spin locking for 
magnetic resonance imaging with apphcation to human 
breast. Magn Reson Med 1989;12:25-37 

6. Virta A, Komu M, Lundbom N, Jaaskelainen S, Kalimo H, Airio 
A, et al. Low field Tlrho imaging of myositis. Magn Reson 
Imaging 1998;16:385-391 

7. Lamminen AE, Tanttu JI, Sepponen RE, Pihko H, Korhola OA. 
Tl rho dispersion imaging of diseased muscle tissue. Br J 
Radiol 1993;66:783-787 

8. Wang YX, Yuan J, Chu ES, Go MY, Huang H, Ahuja AT, et al. 
Tlrho MR imaging is sensitive to evaluate Liver fibrosis: 
an experimental study in a rat bihary duct hgation model. 
Radiology 2011;259:712-719 

9. Sirhn CB. Science to practice: can Tlrho imaging be used to 
diagnose and assess the severity of hepatic fibrosis? Radiology 
2011;259:619-620 

10. Zhao F, Wang YX, Yuan J, Deng M, Wong HL, Chu ES, et ah 
MR Tip as an imaging biomarker for monitoring liver injury 
progression and regression: an experimental study in rats with 
carbon tetrachloride intoxication. Eur Radiol 2012;22:1709- 



Zhao et al. 



1716 

11. Deng M, Zhao F, Yuan J, Ahuja AT, Wang YX. Liver MR Tip 
measurement in healthy human subjects at 3 T: a preliminary 
study with a two-dimensional fast-field echo sequence. Br J 
Radiol 2012;85:e590-e595 

12. Charagundla SR, Borthakur A, Leigh JS, Reddy R. 
Artifacts in T(lrho)-weighted imaging: correction with 
a self-compensating spin-locking pulse. J Magn Reson 
2003;162:113-121 

13. Li X, Han ET, Busse RF, Majumdar S. In vivo T(lrho) mapping 
in cartilage using 3D magnetization-prepared angle-modulated 
partitioned k-space spoiled gradient echo snapshots (3D 
MAPSS). Magn Reson Med 2008;59:298-307 

14. Fleiss JL. Reliability of measurement. The design and analysis 
of clinical experiments. New York: John Wiley & Sons, 1986 

15. Santyr GE, Fairbanks EJ, Kelcz F, Sorenson JA. Off-resonance 
spin Locking for MR imaging. Magn Reson Med 1994;32:43-51 

16. Fleysher R, Fleysher L, Gonen 0. The optimal MR acquisition 
strategy for exponential decay constants estimation. Magn 
Reson Imaging 2008;26:433-435 

17. Cheon JE, Kim 10, Seo JK, Ko JS, Lee JM, Shin CI, et ah 
Clinical application of liver MR imaging in Wilson's disease. 
Korean J Radiol 2010;11:665-672 

18. Faria SC, Ganesan K, Mwangi I, Shiehmorteza M, Viamonte B, 
Mazhar S, et al. MR imaging of liver fibrosis: current state of 
the art. Radiographics 2009;29:1615-1635 

19. Shim JH, Yu JS, Chung JJ, Kim JH, Kim KW. Segmental 
difference of the hepatic fibrosis from chronic viral hepatitis 
due to hepatitis B versus C virus infection: comparison 
using dual contrast material-enhanced MRI. Korean J Radiol 
2011;12:431-438 

20. Talwalkar JA, Yin M, Fidler JL, Sanderson SO, Kamath PS, 
Ehman RL. Magnetic resonance imaging of hepatic fibrosis: 
emerging clinical applications. Hepatology 2008;47:332-342 

21. Luciani A, Vignaud A, Cavet M, Nhieu JT, Mallat A, Ruel L, et 
al. Liver cirrhosis: intravoxel incoherent motion MR imaging— 
pilot study. Radiology 2008;249:891-899 

22. Wang YX. Medical imaging in pharmaceutical clinical trials: 
what radiologists should know. Clin Radiol 2005;60:1051-1057 



742 



Korean J Radiol 13(6), Nov/Dec 2012 kjronline.org 



